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Biopsy and post-mortem findings in a patient
receiving cerebellar stimulation for epilepsy
GDS WRIGHT, RO WELLER

From the Wessex Neurological Centre and Department ofNeuropathology, Southampton General Hospital,
Southampton, UK

SUMMARY Cerebellar stimulating equipment was implanted in a 24-year-old male with severe
epilepsy. He received continuous alternating stimulation for at least two months, intermittent
bilateral stimulation on demand for at least two months and numerous short bursts of stimulation
during preliminary testing and calibration of the apparatus. The patient died during a prolonged
grand mal seizure 16 months after implantation and this paper reports the findings at necropsy. A
special study was made of the degree of tissue damage in the cerebellar hemispheres resulting
from implantation of the electrodes and subsequent cerebellar stimulation. There was deep
grooving of the upper aspect of the cerebellum under the electrodes but only a minor degree of
neuronal loss and gliosis was observed in the underlying cortex. Purkinje cell populations in the
cerebellum at necropsy were similar to those in a biopsy specimen taken 16 months previously
during implantation. The electrodes were covered with a thick layer of fibrous tissue but they
were not adherent to the cerebellar surface. Thus, the main significant findings in the present case
were the very slight structural damage to the cerebellum in contact with the electrodes and the
intense fibrosis around the electrodes themselves. These features are discussed in relation to the
efficacy of long-term cerebellar stimulation.

Cerebellar stimulation has been recommended as a
useful treatment in severe epilepsy and in a variety
of motor disorders.' 2 There is, however, still consid-
erable uncertainty about the degree of tissue dam-
age caused by implantation of the electrodes and by
chronic electrical stimulation of the cerebellum.3
Although the study of a number of human and ani-
mal brains has shown that pathological changes
can occur with cerebellar stimulation, firm criteria
have not yet been determined to enable optimal
parameters for cerebellar stimulation to be defined.3
There are only a few reports of post-mortem

studies in patients who have received cerebellar
stimulation.249 The present paper is a post-mortem
study of a 24-year-old male with severe epilepsy
who died 16 months after the implantation of cere-
bellar electrodes. Electrode access resistance was
measured at implantation and the stimulating
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equipment was accurately calibrated. The function-
ing of the stimulating equipment was regularly
reviewed and reasonable estimates of the charge
density at the cerebellar surface and the total charge
delivered to the cerebellum are therefore available.

Case history

The patient, (SB, born 8/1/55), was 24 years old at the time
of his admission to the Southampton cerebellar stimulation
trial. His epilepsy began at the age of seven years and there
were no predisposing factors. He suffered from grand mal
epilepsy, complex partial epilepsy and petit mal epilepsy.
The grand mal attacks occurred rarely, but could be severe
and prolonged. Complex partial attacks occuffed up to five
times a day and the petit mal attacks up to forty or more in
a day. Medication consisted of phenytoin 200 mg twice
daily and carbamazepine 200 mg four times a day and he
had been on this combination for over six months before
admission. It was considered the best combination and the
optimal dosage and gave serum levels of phenytoin
1-3 mg/100 ml and carbamazepine 0-7 mg/100 ml. Previ-
ously he had, at different times, been treated with these
drugs in different dosages and with primidone.
At operation on 20 March 1979 under general anaes-

thesia, two eight-button electrode pads with an electrode
surface area 32 mm2 (Avery Laboratories Inc) were placed
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on the upper surface of the cerebellum through bilateral
enlarged occipital burr holes. They were positioned para-
sagittally approximately 2 cm from the mid-line on each
side. The electrode leads were taken subcutaneously to two
receivers placed in pockets on the anterior chest wall. A
biopsy was taken from the left cerebellar hemisphere
underlying the burr hole during this operation and showed
sporadic loss of Purkinje cells, but no significant gliosis of
the molecular layer. The access resistance of the electrodes
was measured and the implanted apparatus calibrated
before the incisions in the chest wall were closed.'0 At a
current of 5 mA, the right electrode had an access resis-
tance of 640 fQ and the left electrode an access resistance
of 460 Ql. When the patient had recovered from the opera-
tion and the frequency of his fits had returned to their
pre-operative level, the first two-month phase of the cere-
bellar stimulation trial programme was started. At this
time, skull radiographs showed that the left cerebellar elec-
trode had moved laterally and was also inverted, and at the
end of the phase it was decided to reposition it and recom-
mence the trial. It is not known whether the patient
received any stimulation during this initial period as the
coding for the trial was not broken and he was reallocated
after his second operation. The second operation to reposi-
tion the left electrode took place on 18 July, 1979. The
access resistance was not measured on this occasion as only
the electrode and the adjacent part of its lead were
exposed. As before, when the patient had returned to his
pre-operative state the trial was recommenced.
The Southampton trial currently in progress is divided

into three phases, each lasting two months. Patients receive
two months of contingent stimulation when both elec-
trodes are activated by pressing a button on the stimulator
and for two minutes after releasing it; two months of con-
tinuous stimulation alternating from one side of the cere-
bellum to the other every minute; and two months in which
there is no stimulation. The sequence of the phases is ran-
domly allocated and the code is not broken until the trial
has been completed. Patients are instructed to press the
button on the receiver during an aura, if one occurs, or
failing that after an attack. Staff members are asked to
press it during any attack they observe. These practices are
carried out throughout the trial. The patient described in
this article received an initial two months of contingent
stimulation followed by two months without stimulation
and finally two months of continuous alternating stimula-
tion.
The cerebellar stimulator was designed to produce

capacitively-coupled pulses of alternating polarity.
Throughout the trial it was adjusted to produce a mean
peak current of 5 mA at the cerebellar surface on each
side. The rate was set at twenty pulses per second with a
pulse width of 500,us, and this produced a charge density of
15*EvgC/cm2/phase.. The total charge delivered during the
period of continuous alternating stinfulation was 2*42 x
102 C and although the charge in the intermittent phase
and the preliminary trials cannot be estimated accurately it
would have been considerably less than during the con-
tinuous phase. By the end of the trial, the right electrode
would have delivered a greater total charge to the underly-
ing cerebellum since it was in its final position from the
start. When all three phases of the trial had been com-

pleted, the code was broken and the records of the
patient's clinical state in each phase were compared. There
was an obvious improvement in his epilepsy during the first
phase, contingent stimulation, and this was maintained
during the second and third phases. The full clinical results
and implications of the trial will be discussed in detail in a
subsequent publication. In view of the maintained
improvement during the phase when no stimulation took
place, another two month period without stimulation was
started, unknown to the patient, to assess further any
placebo effect. At the end of this period (20 July 1980),
the day before he was due to come back to us for assess-
ment, he was found dead by his bed. It is presumed that he
died during a prolonged grand mal seizure.

PATHOLOGY
A necropsy was performed 24 hours after death. The lungs
were congested but there was no evidence of inhaled gas-
tric contents or other matter. It was thought that he died
from respiratory failure during an epileptic fit. The brain
weighed 1500 g and the cerebral hemispheres were normal
externally and on coronal section. No abnormality was
seen in the pons or medulla. When the brain was removed
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Fig 1 Electrodepads adherent on their superior surfaces to
the tentorium cerebelli. The inferior (cerebellar) aspects are
covered by vascular fibrous tissue.
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Fig 2 Cerebellum viewed from the back and above showing depression left by the electrodes (arrows).
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Fig 3 Histological section of the left cerebellar hemisphere. Part of the depression left by the electrode
pad is seen on the superior surface; there is no thickening ofthe arachnoid and no obvious damage to the
folia. Posteriorly (arrow) there is damage to the cerebellum at the site ofbiopsy.
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intact for fixation, the dura and tentorium cerebelli were
left attached to it. After fixation, therefore, the tentorium
was still in place and the wires attached to the electrodes
could be seen piercing the dura on the inferior aspects of
both cerebellar hemispheres. The wires were traced
upwards and forwards across the posterior borders of the
cerebellum and into two electrode pads 60 mm long x
10 mm wide x approximately 2 mm thick. Both electrode
pads were firmly adherent to the under surface of the ten-
torium cerebelli and orientated obliquely towards the mid-
line. At the posterior border of the cerebellum, the elec-
trodes were 25 mm apart and they almost met (2 mm
apart) at the midline above the superior vermis of the
cerebellum. A fibrous membrane coated the whole of the
inferior surface of each electrode pad (fig 1). The metal
electrode buttons on the right pad were obscured by vas-
cularised fibrous tissue, whereas the electrodes on the left
were just visible. Examination of the cerebellum revealed
depressions on the superior surface where the electrode
pads had been located. There were no adhesions between
the electrodes and the cerebellum; furthermore, the arach-
noid underlying the electrodes was thin and translucent (fig
2). An area of softened, brown tissue, approximately 2 cm
in diameter, was seen on the posterior surface of the left
cerebellar hemisphere towards its medial aspect; the dura
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was adherent to the cerebellum at this point from which
the biopsy had been taken at the initial operation. Sagittal
sections of the cerebellum showed flattening of the folia in
the grooves underlying the electrodes but no macroscopic
damage (fig 3).

HISTOLOGY OF CEREBELLUM
Histological examination of the tissue underlying the elec-
todes revealed only very small areas of focal damage to the
cerebellar folia. The most severe changes were seen on the
left side but still only involved occasional folia. In the dam-
aged areas there was loss of Purkinje cells (fig 4) and a
reduction in the thickness of the molecular layer. Astrocyte
stains (PTAH) showed an increase in fibrillary glial proces-
ses in the molecular layer and proliferation of the Berg-
mann glia (fig 5). In areas adjacent to the damaged cerebel-
lar cortex, little change could be seen even in areas in
contact with the electrodes. No thickening of the arachnoid
was observed nor was there any inflammation; the section
in fig 6 is taken from the apex of a folium adjacent to that
in figs 4 and 5. Apart from the biopsy site at the posterior
aspect of the cerebellum, the number of Purkinje cells and
the thickness of the molecular layer throughout the cere-
bellum was similar to that seen in the biopsy taken 16
months previously (fig 7). Histological examination of the
hippocampus showed no significant loss of neurons but
there was reactive astrocytosis in the end folium. Sections
of thalamus, basal ganglia, frontal lobes, mid-brain, pons,
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Fig 5 A high power offig 4 showing gliosis of the
molecular layer. PTAH stain x 115.
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Fig 6 Cerebellar cortex underlying the left electrode pad
showing normal arachnoid and little change in the
molecular layer of the cerebellum. Purkinje cells are
preserved. PTAH stain X 75.

medulla and thoracic cord showed no histological abnor-
mality.

Discussion

There are several features to be considered when
evaluating the pathology associated with cerebellar
stimulation in epileptic patients. Biopsies taken at
the time of implantation of the electrodes may sup-
ply valuable information about the extent of
neuronal damage in the cerebellum at the start of
stimulation. At necropsy, the degree of fibrosis and
tissue reaction around the electrodes may be corre-
lated with the length of time that has elapsed since
implantation, with the type of stimulation, and with
the functional efficiency of the electrodes. Damage
to the cerebellum both from implantation of the
electrodes and from stimulation can also be assessed
at necropsy and the result compared with previous
studies in man and in experimental animals. Such
data may be useful in designing cerebellar stimula-
tion programmes in the future.
Although little histological evidence of cerebellar

Fig 7 Histology of the original biopsy ofthe cerebellum
showing preservation ofPurkinje cells and a molecular
layer ofnormal thickness. Purkinje dendrites can be seen in
the molecular layer. PTAH stain x 75.

damage was seen in a biopsy specimen taken from
this patient during the initial operation to implant
the cerebellar electrodes, neuronal loss with gliosis
may be seen in many patients with chronic
epilepsy."I Urich et al4 reported a reduction of Pur-
kinje cells in the cerebellar biopsies of eleven out of
twelve patients with severe epilepsy taken at the
time of implantation of cerebellar electrodes. The
chief cause of such changes is thought to be hypoxia
during prolonged seizures.'2 However, the effect of
anticonvulsant medication cannot be excluded; in
particular, phenytoin may cause permanent damage
to Purkinje cells.'3

Fibrous encapsulation of the cerebellar elec-
trodes, as in the present patient, has been described
in other epileptics.6 However, it does not appear to
occur in every case.5 Post-mortem examination of
two subjects who had undergone cerebellar stimula-
tion for motor disorders showed no encapsulation of
the electrodes.4 Two out of twelve patients with
cerebral palsy, whose electrodes had broken and
needed replacement, were found at operation to
have fibrous encapsulation of one of the pair of
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stimulating electrodes.2 Thickening of the lep-
tomeninges overlying the electrodes occurred in all
the monkeys studied by Brown et al,'4 whether they
were stimulated or not. However, the reaction was
generally greater around the stimulated electrodes
and its intensity was directly related to the charge
delivered. All the stimulated electrodes and all but
one of the unstimulated electrodes became encapsu-
lated in dense reactive fibrous tissue in another
study of cerebellar stimulation in the rhesus mon-
key.'" It appeared to be thickest in those animals
that had been implanted for the longest period and
thicker around the stimulated electrode.

In the patient described in this report, the right
electrode was more thickly encapsulated than the
left. This may have been chance, but also may reflect
the fact that the right electrode was in situ for six-
teen months, whereas the left one had been
repositioned and was in its final position for only
twelve months. Furthermore, the right electrode had
delivered a greater total charge to the cerebellum.

Indentation of the cerebellum by the stimulating
electrodes has been described previously in man,256
chimpanzees'5 and rhesus monkeys.'4 Despite this,
there were no adhesions between the electrodes and
the cerebellum and the arachnoid underlying the
elctrodes appeared thin and translucent in the
patient described here. No evidence of macroscopic
arachnoid reaction was seen at necropsy in two
patients reported by Davis et al.2 However, Cooper
et a17 described thickening of the arachnoid beneath
the electrodes in one of their autopsied epileptic
patients and Larson et a19 described it in the one
patient they examined. An increased reaction, with
adhesions between the encapsulated electrode and
the underlying cerebellar cortex, was reported in
one other case.6
Post-mortem histological examination of our

patient showed only minor changes in the cerebel-
lum underlying the electrodes. A few very small
areas of focal damage were present in cerebellar
folia with some loss of Purkinje cells, gliosis and
reduction in the thickness of the molecular layer.
The left side was more affected and it was on this
side that the electrode had been repositioned.
Cooper et a15 described no changes peculiar to the

tissue underlying electrodes in one patient, but in a
later paper Cooper et al7 described two further cases
where localised lesions beneath the cerebellar elec-
trodes may have occurred. Dow8 discusses one
patient where unspecified, but mild, change occur-
red to a limited extent under cerebellar stimulating
electrodes. In one patient with motor neuron dis-
ease, an area of loss of Purkinje cells and other cells
occurred but was confined to the area immediately
underlying the electrode.4 Robertson et a16 de-

scribed pathological changes in three patients who
had undergone cerebellar stimulation for epilepsy.
These consisted of thinning of the molecular layer,
loss of granule cells and damage to Purkinje cells
and associated interneurons with proliferation of
astrocyte glial cells and fibrils. The tissue underlying
the caudal part of the electrode, which consisted of
silastic membrane only, was more severely affected
than tissue underlying the stimulating area of the
electrode. Furthermore, the most damaged area of
cerebellar cortex was more caudal still, and corres-
ponded to that part of the electrode where the elec-
trode lead originated and was attached to the dura.
This was also the region exposed by the craniotomy.
Their abnormal findings were localised to the area
beneath the implants and involved a very small per-
centage of the total cerebellar surface. The same
authors suggested that there were also pathological
changes in the dentate nucleus and in the brain stem.
In post-mortem studies of two patients who had
received cerebellar stimulation, Davis et a12 found
no histological changes under the electrode buttons,
compared to control areas lateral to the pads in the
one patient who was stimulated at a charge density
of 0-8 puC/cm2/phase. The patient who had received
stimulation at charge densities up to 31 /QC/cm2/
phase, however, had changes in the underlying
superficial folia with focal loss of Purkinje cells and
granule cells and reactive Bergmann gliosis.

In the human and chimpanzee tissue that they
studied, Larson et a19 found no evidence of Purkinje
cell loss secondary to the application of current.
However, they did describe some loss of Purkinje
cells beneath the stimulated and unstimulated elec-
trodes which they attributed to mechanical factors.
In the monkey, Brown et all4 concluded that the
mere presence of electrodes leads to pathological
changes in the cerebellum. They found thickening of
the leptomeninges, attenuation of the molecular
layer and loss of Purkinje cells beneath the attenu-
ated layer, but confined to the area immediately
beneath the electrode array. Intermittent stimula-
tion tended to increase the amount of damage, but it
still remained localised. Charge density appeared to
be the important factor with respect to stimulation
injury. Similar findings were reported by Dauth et-
al. 1' However, when the stimulation was continuous
rather than intermittent, there was more widespread
damage to Purkinje cells despite the same total
charge having been delivered to the cerebellum.

Although the work on rhesus monkeys has been
highly informative, its direct translation to the
human has been questioned because of the relatively
small size of the monkey posterior fossa and the fact
that electrodes intended for humans were used.
However, there is a growing body of evidence that
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the mere presence of an electrode pad in the pos-
terior fossa will evoke a variety of local pathological
changes, including some in the subjacent cerebellar
tissue. These may result from operative trauma,
haemorrhage, or continuing mechanical damage.
Whatever its cause, the pathological change is mild
and probably functionally insignificant. However,
when stimulation rises above certain levels or is
administered continuously, there may be an increase
in the degree of damage.3 The design of the particu-
lar electrode array used may well affect the degree
of cerebellar damage, and should be as unobtrusive
as possible. The electrode's surface area is a very
important factor, and the charge density is directly
related to this. Calibration of the implanted equip-
ment and the externally carried apparatus is essen-
tial for the correct adjustment of the charge de-
livered to the cerebellar surface.'0 A physiologically
acceptable charge density should be used.314-16

In addition to the primary risk of damage to the
cerebellum in the patients receiving cerebellar
stimulation, any pathological change produced
might, by electrode encapsulation and neuronal
damage, lessen any therapeutic effect of stimula-
tion.9 Dauth et al'5 described an increase in the
access resistance of implanted electrodes with time
in the monkeys they examined between seven and
thirty-six weeks following implantation. They also
found that the access resistance increased still
further in those animals undergoing intermittent
stimulation but not in those having the same total
charge applied continuously. Such a rise in the
access resistance would, effectively, lower the cur-
rent at the cerebellar surface and therefore lower
the charge delivered. Babb et all'7 showed an
increase in access resistance of unstimulated elec-
trodes with time, but described an initial decrease in
the access resistance during intermittent stimulation
and no subsequent rise, despite the electrodes hav-
ing a similar fibrous tissue reaction surrounding
them. They did find that in one of their monkeys
with significant cerebellar damage due to stimula-
tion that the threshold for evocation of motor cortex
potentials by paravermal stimulation was increased
by a factor of at least four from its initial, pre-
stimulation level. Sances et al'8 found that no sub-
stantial changes in cerebellar current were required
to suppress the amplitude of the somato-sensory
evoked potential in chimpanzees, examined over a
four month period, that had been implanted with
cerebellar stimulating equipment but not chronically
stimulated. Davis et a12 found no significant change
in the electrode impedance in seven patients re-
examined 8-16 months after initial implantation.

In our patient the amplitude of the stimulus
artefact, an indirect measure of cerebellar current

Wright, Weller

assuming the position of the electrodes does not
change, dropped gradually on the left from its initial
value of 3-8 mV measured seven days after reposi-
tioning to 1.5 mV nine months later.
The output characteristics of the implanted

receiver in response to a change in load are complex.
If a constant amplitude of RF signal is transmitted to
the receiver and electrode impedance falls, the vol-
tage applied across the electrode would tend to fall
and the current would tend to increase slightly.
Thus, a decline in the stimulus artefact from 3-8 mV
to 1.5 mV would be consistent with a fall in the
access resistance of the electrode and a consequent
rise in the peak electrode current. Bench studies
with a similar receiver in our laboratory indicated
that under these circumstances peak electrode cur-
rent would rise from 5 mA to a maximum of approx-
imately 6 5 mA. Over this same period, the stimulus
artefact from the right electrode remained fairly
stable at approximately 1-4 mV.

Despite encapsulation of the electrodes there was
virtually no damage to the cerebellum of the patient
described here following the implantation and pres-
ence of cerebellar electrodes in the posterior fossa
for sixteen months. Capacitively-coupled, bipolar,
alternating polarity stimulation which, at the very
least, was applied in the continuous alternating
mode for two months and the intermittent bilateral
mode for two months at a charge density of
15*6,uC/cm2/phase does not appear to have caused
any significant damage. From the case described
here and the other work reviewed it seems likely
that much of the damage seen in the cerebellum
after a period of chronic electrical stimulation is due
to operative and mechanical trauma. Evidence from
this study and the other studies on human and large
animals suggests that, at approximately 15-6uC/
cm2/phase, electrical stimulation of the cerebellum
causes little if any damage. The effectiveness of elec-
trical stimulation may be changed by encapsulation
of the electrodes and this may be related partly to
the length of time in situ and partly to the charge
transferred. More information will be required
before it can be established whether longer periods
of stimulation lead to accumulative pathological
effects. If long-term pathological changes do lead to
a reduction in the therapeutic effect of stimulation
the possible gains from reimplantation of the elec-
trodes may need to be weighed against the potential
hazards of repeated operations.

We thank Dr Lindsay McLellan and Dr Jolyon
Oxley for permitting us to publish details of their
patient. Mr Jason Brice performed both operations.
The necropsy was performed by Dr JJ Lucey. The
apparatus was supplied by Avery Laboratories Inc
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and purchased with a grant from the Medical
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Wright is the holder of a research fellowship. Dr
Lindsay McLellan's helpful criticism of this article
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