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Abstract
Objectives—The Spiegelberg brain pres-
sure monitor is a low cost intracranial
pressure monitoring system that has been
used clinically for some time, mainly in
Germany. To provide a rigorous bench
comparison of the Spiegelberg monitor
with the Camino pressure monitor an
evaluation programme has been carried
out in the UK Shunt Evaluation Labora-
tory.
Design—Drift over 72 hours and with
temperature, a frequency response, and
the accuracy of measurement of both
static and pulsatile pressures have been
tested simultanously in Camino and
Spiegelberg transducers using a compu-
terised rig.
Results—Long term zero drift was less
than 0.7 mm Hg in both transducers. The
Spiegelberg monitor showed no tempera-
ture drift whereas the Camino monitor
had a drift of around 0.3 mm Hg/°C. The
Spiegelberg monitor underread mean
pressures <40 mm Hg by <1 mm Hg, but
the error increased to 4.7 mm Hg at 100
mm Hg. The frequency bandwidth of the
Spiegelberg monitor was 4 Hz at a low
pressure. Underreading of the amplitude
increased with the mean pressure, with a
delay of about 0.1 s in the detection of the
peaks of pulse waveform.
Conclusion—The Spiegelberg transducer
had excellent accuracy for static intracra-
nial pressure measurement, but complex

waveform analysis may be biased by its
limited dynamic response.

(J Neurol Neurosurg Psychiatry 1997;63:732–735)
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In the past decade more models of intraven-
tricular or intraparenchymal microtransducers
such as as Camino and Codman pressure
sensors1 have become available. A low cost2 3

intracranial Spiegelberg brain pressure moni-
tor for epidural pressure measurements has
been used clinically for some time, mostly in
Germany. The Spiegelberg transducer is con-
structed as an air pouch plastic disposable
probe. It is much cheaper than contemporary
intracranial pressure (ICP) microtransducers
and it is now designed to measure intraven-
tricular or intraparechymal pressure. The aim
of this evaluation was to provide extensive
bench testing to compare the Spiegelberg
monitor with the Camino pressure monitor,
previously evaluated in our laboratory.1 A long
term (24 hours) and a temperature zero drift,
frequency response characteristics, and the
accuracy of measurement of static and pulsatile
pressures were studied.

Method
Figure 1 shows the testing rig described.3

A Spiegelberg Probe 3 and Camino pressure
transducer were sealed inside a chamber made
from a 10 cm long section of soft polyethylene
tube (15 mm diameter), having its own
compliance of 0.1 ml/mm Hg. A stiV tubing
(manometer line) was used as an input port for
the water filled measurement chamber. A three
way tap with Luer lock was connected at the
output.
The chamber was submerged horizontally in

a water bath with the temperature stabilised at
35°C. Static pressure was produced by a water
column in a graded vertical tube (1.5 m high).
A pulsatile pressure waveform of fundamental
frequency, controlled from the waveform
generator, was applied using a pressure system
calibrator (Biotek Instruments Inc, Winooski,
VT, USA). Additionally, a fluid infusion at a
computer controlled rate was performed to
gradually increase the pressure inside the
tubing. During the infusion the static pressure
was cut oV (using stopcock 1) and the outlet
from the pressure chamber was connected
(using stopcock 3) to a chamber with known
compliance (around 1 ml/mm Hg) and resist-
ance to fluid outflow (30 mm Hg/ml/min).Figure 1 Schematic diagram of the testing rig. See description in the text.
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The Camino transducer was connected to
the Camino pressure monitor V420 and the
Spiegelberg Probe 3 was connected to the
Spiegelberg brain pressure monitor. Their
electrical outputs were connected to the
computer system equipped with an analogue to
digital converter (DT 2814, Data Translation,
Marlboro, MA, USA).
Software for the analysis of pressure-flow

relations in hydrocephalus shunts, which has
been designed in house for the UK Shunt
Evaluation Laboratory (MC and ZC; software
is not available commercially) was used for on
line data processing. Signals were sampled with
a frequency of 100 Hz. Digital spectral analysis
was performed using a 256 point FFT
algorithm. The amplitudes of the fundamental
harmonics of periodic waveforms (amplitude
and frequency) were calculated using a high
precision interpolation algorithm. The mean
values of the measured pressures were calcu-
lated as an average of 256 consecutive samples.
The power of the higher harmonics were
calculated as the averaged power spectra from
1.5 of the fundamental frequency to 50 Hz.
One minute average values of the calculated
parameters from over 20 consecutive epochs
were computed, displayed, and stored on hard
disk. Data were than exported to a commercial
statistical package (Statgraphic +, Manugistic,
Rockville, MD, USA) for final calculations.
Pressure waveforms were also recorded digit-
ally on accessory computer for additional post-
processing.

Results
ZERO DRIFT OVER 24 HOURS

The long term drift was measured in a water
bath with temperature stabilised at 35°C for
two diVerent static pressures: 0 and 20 mmHg.
Transducers were calibrated and left for 24
hours. The water column was covered to
prevent evaporation. The drift measured over
three consecutive 24 hour periods was lower
than 0.7mmHg in both transducers, independ-
ent of static pressure. A specific, saw shaped
trend (one hour period, amplitude lower than
0.3 mmHg) was recorded from the Spiegelberg
brain pressure monitor, as it is adjusted to zero
automatically every hour (fig 2).

TEMPERATURE DRIFT

Temperature drift was measured as the water
bath temperature was increased from 27°C to
above 40°C. Temperature was measured elec-
tronically using a precise electronic meter built
in house (accuracy >0.01°C).
The measurement of the drift was repeated

four times and the results were averaged.

Comparison of transducers (1=better; 2= worse)

Camino Spiegelberg

24 hours zero drift 1 1
Temperature drift (27°C-40°C) 2 1
Accuracy in static measurement 1(<1 mm Hg/100 mm Hg) 2(5 mm Hg/100 mm Hg)
Accuracy in measurement of pulse
pressure

* Decreasing with mean
pressure increasing

Bandwidth * 4 Hz at 10 mm Hg mean
pressure

Pulse recording * Peak to peak amplitude
underestimated, delayed
0.1s

*These values were measured relative to the Camino monitor.

Figure 2 Example of the drift of Camino (upper) and Spiegelberg monitors (bottom) over 24 hours.

Figure 3 Drift recorded in Camino and Spiegelberg
monitors during an increase in temperature from 27°C to
40°C.
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The Camino monitor showed a drift of 0.27
mm Hg/°C. The Spiegelberg pressure monitor
did not show any significant drift (fig 3).

STATIC ACCURACY

During infusion of a rate increasing slowly the
static pressures recorded by two transducers
(increasing at a rate of 4 mm Hg/min) were
compared. Readings from the Spiegelberg
transducer plotted against readings from the
Camino transducer showed a minimally dis-
torted, repeatable line (R=0.999, gradient
0.92 fig 4A).
The reference static pressure was produced

by changing the height of the water column (fig
4B). Water flowed out through the opened
stopcock 3 (fig 1), thereby gradually decreasing
the static pressure in intervals of 10 mm Hg.
The procedure was repeated 15 times. The
accuracy of the static measurement was
expressed as the absolute diVerence between
the reference and the measured pressures,
plotted against the reference pressure—see
below (mean value (SEM)).
The Spiegelberg transducer had static error

<1 mm Hg up to the reference pressure of 40
mm Hg (fig 5). Beyond this pressure the abso-
lute error increased to 5 mm Hg at 100 mm
Hg. The Camino static error was <0.7 mmHg.

FREQUENCY RESPONSE

Only the relative changes in the readings of the
fundamental amplitude versus the frequency of
the sine pressure waveform were analysed. The
Camino transducer, which is reported to have a
frequency bandwidth of 33 Hz, was taken as a

reference transducer. The measurements were
conducted at two static pressure levels: 10 mm
Hg and 50 mm Hg.
At 10 mm Hg frequency the Spiegelberg

transducer showed 3 dB bandwidth from 0 to 4
Hz (fig 5A). At 50 mm Hg the −3 dB cut oV
frequency was formally shown at 0 Hz (fig 5B).
But the −3 dB cut oV frequency relative to the
value measured at 0 Hz was at 5 Hz
The frequency response of the Siegelberg

monitor depended on the mean pressure. The
Spiegelberg transducer cannot be described in
terms of a linear system. For low pressures,
however, a −3 dB cut oV frequency is surpris-
ingly high (4 Hz).

ACCURACY OF MEASUREMENT OF PULSE PRESSURE

A sine wave pulse pressure of amplitude
around 5 mm Hg and fundamental frequency
of 1.5 Hz was produced as in the frequency
response testing. Constant pressure was
changed gradually by increasing the infusion
rate from 0 to 3 ml/min in steps of 0.05 ml/min
every minute (stopcock 3 open fig 1). As in the
frequency investigations, only relative diVer-
ences in readings were analysed. The test
revealed that the amplitude recorded by the
Spiegelberg transducer is dependent upon the
mean pressure: the higher the pressure, the
lower the amplitude (fig 6).

RECORDING OF PULSE PRESSURE

The pattern of recorded pressure was similar in
the Camino and the Spiegelberg monitors. A
constant delay of 0.1 s was recorded by the
Spiegelberg monitor (fig 7). This delay seemed
to be independent of the amplitude of the
waveform and its frequency.

Figure 4 (A) Readings from the Spiegelberg transducer
plotted against readings from the Camino transducer during
ramp increase in pressure from 0 to 100 mm Hg (over 20
min). (B) absolute error of the reading from the Spiegelberg
and Camino transducers during a series (15) of stepwise
decreases in the pressure by 10 mm Hg, from 100 mm Hg
to 0 mm Hg. Vertical bars indicate SEM.
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Figure 5 (A) Frequency response of the Spiegelberg
transducer (v Camino) at a mean pressure level of 0 mm
Hg. Horizontal line indicates -3 dB level. (B) Frequency
response of the Spiegelberg transducer (v Camino ) at a
mean pressure level of 50 mm Hg.
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Discussion
The Spiegelberg brain pressure monitor seems
to be a good alternative to expensive ICP
microtransducers for measurement of static
pressure.2 (Costs of disposable transducers are
Spiegelberg £100, Camino £225. Prices for
monitoring units are comparable: Spiegelberg
£4000, Camino £4500.)
For measurement of the ICP pulsatile

pattern, the accuracy is limited by low
frequency response (4 Hz at a low ICP) and
non-linear distortion, as amplitude underesti-
mation increases when the mean pressure
increases. This is the main drawback of the use
of the Spiegelberg transducer in the wide
bandwidth pulse analysis of ICP.4 Simple pulse
waveform detection limited to the first
harmonic5 seems to be still possible. Although
distortion of the amplitude reading is modest
(around 10% underreading per 20 mm Hg of
static pressure), calculation of the correlation
coeYcient between changes in the amplitude
and mean ICP level5 6 may be biased.
Analysis of the response of ICP to changes in

arterial pressure,7 phase shift,8 or correlation
coeYcient6 between slow waves of ICP and
arterial pressure, methods recently docu-
mented to disclose the state of mechanism
actively regulating cerebral arterial blood
volume,9 seems to be fully possible.
It is still not clear whether the non-linear

distortion of the measurement of pulse pattern
may influence the accuracy of continuous esti-
mation of the pressure-volume index,10 a

method which has been recently integrated
into the Spiegelberg monitor. Further labora-
tory evaluation is needed to avoid unnecessary
criticism.

Conclusion
At present we can recommend the Spiegelberg
brain monitor for the continuous recording of
mean ICP in clinical practice, including analy-
sis of slow waves.

We thank A Spiegelberg for providing the brain pressure moni-
tor and transducers for testing, and to Mrs Jo Copeman and Dr
Andreas Raabe for reviewing the final text. Funds for the
research were not provided by any of the manufacturers and the
authors have no commercial interest in these devices. Measure-
ments were performed in the UK Shunt Evaluation Laboratory
funded by the Department of Health Medical Devices Agency.
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Manufacturer’s comment
We appreciate Dr Czosnyka’s work and we fully
agree with the results of his laboratory tests.
However, we find the last paragraph of the dis-
cussion misleading. The recently developed
method to continuously monitor the compli-
ance and the PVI uses a small amount of air
which is repeatedly injected into the balloon at
the tip of the catheter. The small pressure
response is determined using a second pressure
transducer, either external or on the catheter
tip. The measure does not rely on the pressure
measurement via the air filled balloon. The
non-linear distortion does not influence the
compliance measurement. We look forward to
Dr Czosnyka’s assessment of the compliance
measurement system, once the system be-
comes available

A SPIEGELBERG
President, Spiegelberg (GmbH and Co)

KG Tempowerking 4, D-21079,
Hamburg, Germany

Figure 6 Ratio of the amplitude of pulse wave (frequency
90 evolutions /min) measured by the Camino/Spiegelberg
monitor ratio, versus static pressure level. The Spiegelberg
monitor underestimates amplitude when mean pressure
increases.
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Figure 7 Simulated ICP pulse waveform recorded by the
Spiegelberg (upper graph) and Camino monitor (bottom
graph).
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